A measurement platform is introduced that combines a bilayer cantilever probe with a Fourier transform infrared spectrometer to measure absolute spectral absorptance between wavelengths of 3 lm and 18 lm directly and quantitatively. The enhanced sensitivity provided by the cantilever probe enables the quantitative characterization of micro-and nanometer-sized samples. Validation of the technique is carried out by measuring the absorptance spectrum of a doped silicon thin film with a backside aluminum layer and found to agree well with the theoretical predictions. The presented technique is especially attractive for samples such as individual nanowires or nanoparticles, isolated molecules, powders, and photonic structures. Light-matter interaction at the micro/nanoscale can exhibits a spectrum of exotic properties that may find important applications in various fields, such as effective light-trapping in photonic structures and larger-than-unity absorption cross-sections of particles and rods. [1] [2] [3] In order to fully investigate these effects, a direct and quantitative technique for measuring the spectral absorptance, defined as the ratio of the absolute absorbed spectral power to the incident spectral power, of a micro/nano-sized sample is indispensable.
Fourier transform infrared (FTIR) spectroscopy is a well-established technique for measuring the optical properties of materials. Compared to dispersive spectrometers, FTIR has several important advantages, chief amongst which are the simultaneous measurement of all wavelengths in the illumination source during a scan ("multiplex advantage" or "Fellgett advantage") and the higher energy throughput which results in a higher signal-to-noise ratio ("throughput advantage" or "Jacquinot advantage"). 4 By using different sample stages, a FTIR system can measure the transmittance and reflectance spectra of a sample. Traditionally, FTIR can only measure the absorptance spectra indirectly, by taking the difference of the transmittance and reflectance spectra. This approach inevitably introduces uncertainties and errors, since the portion of the diffusively scattered light cannot be measured easily. For bulk materials, indirect methods are usually adequate when making with proper provisions, such as the use of an integrating sphere and polishing. However, for small samples on the micro or nanometer scale, the compensative schemes are generally not available, and thus, the light scattered by the sample can cause significant errors.
Direct measurements of the spectral absorption at the micro/nano scale by FTIR have been previously demonstrated by using atomic force microscope (AFM) cantilever tips. [5] [6] [7] [8] [9] These techniques probed the temperature change, 5, 6 thermal expansion, 7, 8 or scattered field 9 locally using cantilever tips to extract absorption properties. In these studies, however, the measurements are qualitative in that the absolute absorbed power cannot be quantified due to the heat loss into the substrate. Furthermore, the use of a scanning probe tip allows local measurements only, whereas the optical response of isolated objects as a whole, such as suspended nanowires or nanoparticles, cannot be characterized. On the other hand, micro-fabricated tipless bilayer cantilevers (BCs) have been used as direct and quantitative thermal probes with an ultra-high power resolution ($4 pW), [10] [11] [12] [13] [14] and at the same time, they can serve as holders for isolated samples. 15, 16 Bilayer cantilevers consist of two materials with different thermal expansion coefficients. When temperature changes, they bend due to the stress caused by the thermal expansion mismatch. These cantilevers have been used to measure the thermal conductance of thin films, 17 near-field thermal radiation, 18, 19 the absorptance of a thin film of gold, 20 and the thermal conductivity of polyethylene nanofibers. 21 After light is absorbed by the sample, the energy will conduct as heat through the cantilever, leading to a temperature change that can be detected directly through the deflection of the cantilever. Since the sample is thermally isolated from the substrate, it is possible to quantify absolute absorbed power by appropriate calibrations. [17] [18] [19] [20] [21] The tipless bilayer cantilever has been used to qualitatively study micro/nano-sized samples in the mid-infrared region using a monochromator 22 and a FTIR spectrometer. 23 In this paper, a quantitative measurement technique of the BC-FTIR system is introduced, which consists of a bilayer cantilever system merged with a FTIR system. The system combines the advantages inherent to both, the bilayer cantilever sensor and FTIR system. With appropriate calibrations, the BC-FTIR system can directly and quantitatively measure the absorptance of micro-and nanometer sized samples. The BC-FTIR system comprises a light source assembly and a probe and detector assembly. The light source assembly includes a broadband light source (BLS), an interferometer (PerkinElmer, Spectrum GX), an optical coupler (OC) (JT a) Author to whom correspondence should be addressed. Electronic mail: gchen2@mit.edu. TM FTIR Fiber Coupler), and a polycrystalline infra-red (PIR) fiber (ART Photonics). The probe and detector assembly includes the sample thermally coupled to the cantilever, a bilayer cantilever probe, a position sensitive detector (PSD) (On-Trak Photonics, PSM2-4Q), and a computer to carry out Fourier transform analysis. Figure 1 (a) shows specific components used in the BC-FTIR system. The spectral range is between 3 lm and 18lm (3333 cm
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-555 cm À1 ), dictated by the light source, the transmittance of the optical coupler, and the optical fiber.
The moving mirror in the Michelson interferometer of a FTIR system modulates the intensity of the broadband light source to a specific range of frequencies, providing a means of spectrally resolving electromagnetic radiation in the terahertz regime. The interference pattern is called an interferogram ( Fig. 1(b) ), and it can be decomposed into its spectral components via Fourier analysis. Each wavelength of light is modulated with a different temporal frequency,f , following the relation:
where v is the velocity of the movable mirror (v ¼ 0:03 cm=s in this paper), k is the wavelength, and g is the wavenumber of the light source.
The bilayer cantilever simultaneously functions as both the thermal probe and the sample holder in this system. The cantilever deflects when the sample absorbs light and heats up. The deflection of the cantilever is measured optically using a laser reflected off the cantilever onto a PSD. In our system, the cantilever vibrates in response to the modulated intensity of the incident light from the FTIR and the vibrational pattern is recorded in real time by the PSD. Data are then read by a data acquisition device (National Instruments, USB-6210) and analyzed using a Fourier transform (Fig.  1(c) ). Compared to steady-state deflection, [15] [16] [17] [18] [19] [20] [21] the dynamic behavior of bilayer cantilevers offers broadband information on the absorptive properties of samples in a single scan.
The spectral absorptance, aðkÞ, is quantitatively defined as
where AðkÞ is the spectral absorbed power, and IðkÞ is the spectral incident power. To quantify both the absorbed and incident power, calibrations are needed, and they will be discussed in the next paragraph. To validate the BC-FTIR system, the absorptance of a silicon (Si) thin film with a backside aluminum (Al) layer is measured. In this case, the Si/Al bilayer sample also serves as the bilayer cantilever probe. To this end, a 250 nm Al film is sputtered onto a Si cantilever (Nanoworld, ARROW-TL1-50, 500 lm length, 100 lm width, and 0.5-2.5 lm thickness) using a physical vapor deposition (PVD) process. The infrared light is incident on the Si because of the high reflectance of Al in the probed wavelength range. For quantitative spectral measurements, four calibrations are required: the background spectrum calibration and the beam intensity distribution calibration to obtain the absolute incident power spectrum, IðkÞ, and the frequency response calibration and power calibration for the absolute absorbed power spectrum, AðkÞ.
First, the background spectrum calibration eliminates the impact of variations in the spectral intensity of the light source as well as atmospheric absorption. The incident power spectrum, E f ðgÞ, from the PIR fiber is measured by the FTIR system with a wavenumber resolution is 8 cm À1 (Fig. 2(a) ). In this particular case, this spectrum is the Fourier transform of the interferogram in Fig. 1(b) . Since a FTIR spectrometer only provides information of relative intensity on each spectral component, a thermopile power meter (Newport, High Sensitivity Thermopile Sensor, 818P-001-12) is used to measure the total power to properly normalize the incident spectrum. Since the power level leaving the PIR fiber is so small that it is susceptible to environmental noise, it is not directly measured by the thermopile. Instead, it is extrapolated from both the total power and the background spectrum, E B ðgÞ (measured by the thermopile and FTIR detector, respectively) coming out of the FTIR system (before entering the PIR fiber) with different aperture sizes controlled by an iris called Bstop, while assuming that the absolute power is proportional to the area enclosed by the power spectrum curves ("spectral area") ( Fig. 2(b) ). The absolute power coming out of the PIR fiber is estimated through P f iber ¼ P BÀstop Â ðA f iber = A BÀstop Þ, where P BÀstop and A BÀstop ¼ Ð E B ðgÞdg are the total power and the spectral areas with different B-stop sizes entering the PIR fiber, respectively. A f iber ¼ Ð E f ðgÞdg is the spectral area leaving the PIR fiber, where E f ðgÞ is the incident power spectrum on the cantilever (background spectrum exiting from the PIR fiber). The average extracted power from the PIR fiber is P f iber ¼197.3 66:5lW. 24 Second, the beam intensity distribution calibration considers the non-uniform spatial profile of the output intensity from the PIR fiber. Since the diameter of the PIR fiber is larger than the dimensions of the cantilever, only a fraction of the output from the fiber will be intercepted. In order to evaluate the incident power on the sample accurately, the intensity distribution and the alignment of the sample to the PIR fiber must be known with a high degree of precision. To illustrate this point, the beam intensity profile is measured using an IR camera (FLIR system, ExaminIR TM ) and fitted with a Gaussian function normalized to P f iber from the background spectrum calibration. 25 Two of these curves are shown in Fig.  2(c) , and the best fitting parameter using the least squares method is r ¼ 0:365R core , where R core ¼ 430610 lm is the core radius of the PIR fiber, and r is the standard deviation. Based on the alignment of the PIR fiber and the sample shown in Fig. 2(d) ), a spatial two-dimensional (2D) intensity distribution, P distribution ðx; yÞ (Fig. 2(e) ), mapped by the Gaussian fitting curve, is then used to account for the incident power on the cantilever. This incident power on the cantilever is calculated through P incident ¼ Ð Ð
A cantilever P distribution ðx; yÞdxdy, where A cantilever is the spatial cross-sectional area of the cantilever (Fig. 2(f) ). From the intensity distribution calibration, the incident power on the cantilever is P incident ¼10.5 62:5lW, and it is used to normalize the total spectral area in Fig. 2(a) :
where the relation between k and g is given by Eq. (1). The normalized incident power spectrum, IðkÞ, is shown in Fig. 4(a) .
For calculating the absorptance spectrum, aðkÞ, through Eq. (2), the raw absorbed power spectrum, E a ðf Þ (Fig. 4(a) ), recorded by PSD (with the sampling rate: 250 000 samples per second and the total sampling time: 1 s) required two more calibrations to be quantified to the absolute absorbed power spectrum, AðkÞ. The third calibration, the frequency response calibration, corrects the phase lag of the periodic heat input flowing through the cantilever. This phase lag, which is related to the thermal time constant of the cantilever, causes a reduction of the vibrational amplitude with increasing input modulation frequency. To characterize the frequency response of the cantilever, an additional modulated laser (Lasermate Group, LTC6704A5-T) is used to periodically heat the cantilever from the Al side at a 50% duty cycle (laser 1 in Fig. 1(a) ). The vibrational amplitude, yðf Þ, of the Si/Al bilayer cantilever is measured in air through the PSD at different modulation frequencies (Fig. 4(b) ). The frequency response curve is expressed as Fðf Þ ¼ yðf Þ=P absorbed , where P absorbed is the absorbed power. A peak in the frequency response is observed around 4550 Hz, corresponding to the resonance frequency of the cantilever. More importantly, considering the reduced response at high frequencies, the working region is chosen to be in the range of 30-1000 Hz to maintain a measurable signal while avoiding low frequency noise. When the vibrational amplitude of the absorbed power is kept constant, it can be quantified through an adequate power calibration.
Finally, the power calibration consists of three steps to quantify P absorbed . First, the incident power on the cantilever of the modulated laser is obtained by subtracting the bypassed power (not intercepted by the cantilever) from the incoming power (Fig. 4(c) ). The bypassed power (0:108960:001mW) and incoming power (2:89360:05mW) are measured using a photodiode (Newport, 818-UV). Second, the absorptance of the metal film, Al in this case, is measured using a conventional spectrometer (PerkinElmer, Lambda 950 UV/Vis/NIR spectrophotometer) by depositing Al on a Si wafer using the same PVD process to coat the cantilever. The metal is optically thick so that substrate effects are negligible. The absorptance of the 250 nm aluminum film is 0.1074 6 0.0004 at the laser wavelength of 670 nm. After measuring the absorptance, the absorbed power (P absorbed ¼ 0:299060:0065mW) on the cantilever is calculated by multiplying the absorptance with the incident power (2:78460:05mW). Note that the absorbed power is determined in this manner because the scattered light by the cantilever is difficult to measure. Third and finally, the deflection amplitude on the PSD then corresponds to the known absorbed power on the cantilever at each frequency. With the known frequency response and power calibration, the raw absorbed power spectrum, E a ðf Þ (Fig. 4(a) ), from the Fourier transform of the deflection signal in Fig. 1(c) is divided by the frequency response curve, Fðf Þ, to determine the quantitative absorbed power spectrum, AðkÞ ¼ ½E a ðf Þ=Fðf Þ Â ½df =dk, where the f can be converted to k through Eq. (1) (Fig. 3(b) ). Consequently, the quantitative absorptance spectrum, aðkÞ, is calculated through Eq. (2).
The transfer matrix method offers an estimation of the absorptance of a Si (775 nm)/Al (250 nm) thin film, 26, 27 and the theory matches well with the quantitative averaged results of experiments presented in Fig. 3(c) . The theoretical results use the n-type Si with a doping concentration of 2 Â 10 18 ½cm À3 . The uncertainty of thickness variation and resistance of the Si layer provided by Nanoworld are 500-2500 nm and 0.01-0.025 X cm (the corresponding concentration is 1 Â 10 18 $ 5 Â 10 18 cm À3 ), 28 and the fitting values of 775 nm and 2 Â 10 18 cm À3 are within these ranges. 24 Constructive interferences from the refracted and reflected electromagnetic waves in the Si layer are observed around 3.8 lm and 10.5 lm. Compared to monolayer Si, the absorptance of a Si/Al thin film is stronger in the range below 18 lm. Additionally, interference effects are not observable in a Si monolayer because of the weaker reflection at the Si/ Air boundary. The maximum error of the absorptance spectrum occurs at 10.5 lm, and its corresponding upper and lower limits are indicated by the error bar. The measurement platform presented in this paper allows for quantitative broadband absorptance spectra measurements on micro/nano-scaled samples. By combining a micro-fabricated bilayer cantilever with a FTIR system, the broadband absorptance spectrum of a small sample can be measured in a single scan. Compared to conventional dispersive spectrometers, this platform fundamentally allows for faster data acquisition and a higher signal-to-noise ratio. In addition, the use of a bilayer cantilever probe enables the direct and quantitative measurement of absorptance spectra. Experimental results presented so far are based on commercially available cantilevers. It should be emphasized that different variations of the cantilever-based sensor can further improve the sensitivity and accuracy of the system. A new structural design, which consists of a bi-arm cantilever platform that decouples the sample stage from the probe, was recently introduced. 29 
